Make :  Siborg Systems Reference # : 192444

Model : R-CalKit Customer : Siborg Systems Inc
Waterloo, ON
Descr. : R cal kit

Serial # : 05262026 P. Order : Michael
Asset #: NAN

Cal. status : Received in spec's, no adjustment made.

Navair Technologies certifies that the above listed instrument was calibrated
on date noted and was released from this laboratory performing in accordance with the
specifications set forth by the manufacturer.

Unless otherwise noted in the calibration report a 4:1 accuracy ratio was maintained for
this calibration.

Our calibration system complies with the requirements of 1SO-9001-2015 and is registered
under certificate CA96/269, working standards used for calibration are certified by or
traceable to the National Research Council of Canada or the National Institute of
Standards and Technology.

Calibrated : Jun 15, 2026 By : 7@%

Cal. Due :  Jun 15, 2027 J. Raposo
Temperature : 23 °C £2 °C  Relative Humidity : 30% to 70%

Standards used : J-245
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